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Abstract
Some results from a survey of 43 patients who had a monofocal intra-ocular-lens (IOL) in one eye and a concentric bifocal
intra-ocular-lens in the fellow eye are reported. Twenty patients with 6:9 or better post-operative visual acuity in both eyes,
participated in the main part of the study. Optical transfer functions for the bifocal lens showed that, compared to an optimal
single-vision correction, there is a 50% contrast degradation of the distance retinal image across all spatial frequencies above
around 3 c:deg. For the patients in the main study, there was a close correspondence between practical measurement of contrast
sensitivity and the theoretical predictions of the modulation transfer functions. Measuring contrast sensitivity proved an effective
means of assessing misalignment of the bifocal IOLs. © 1998 Elsevier Science Ltd. All rights reserved.
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1. Introduction
It is well known that, even with monofocal intraocu-
lar implant lenses (IOLs), reasonable vision at both
distance and near can often be achieved [1,2]. This is
because the depth-of-focus of the eye is quite large
(about 2D), particularly if the pupil is small [3,4].
Hence by arranging this depth-of-focus to bracket the
range of object vergence lying between distance and
near (i.e. leaving the eye slightly myopic) adequate
vision for most purposes can be achieved over a reason-
able range of working distances. Small amounts of
residual simple myopic astigmatism can be useful in
enhancing the useable range of distances [5,6] as also
can slight imbalance between the corrections of the two
eyes, with one eye being better corrected for distance
vision and the other for near (monovision) [7,8]. In
spite of these successful results, however, attempts con-
tinue to be made to develop true bifocal, multifocal and
varifocal IOLs, in a search for higher standards of
vision over a wider range of distances (for a review see
ref. [9]).
1.1. Design considerations
Design of a satisfactory IOL of this type is difficult.
This is because whereas with spectacle lenses change in
the direction of the visual axis allows the wearer to look
through different areas of the lens which contain appro-
priate spatially-separated distance and near corrections,
an IOL remains fixed with respect to the pupil. Thus
bifocal and multifocal IOL corrections are necessarily
of simultaneous vision design, with part of the area of
the pupil acting as distance correction and part as near.
For a bifocal, this results in there always being two
images on the retina, one formed by the power of the
distance correction and one formed by that of the near.
When, for example, a distant object is observed the
distance correction forms a sharp image and the near
correction a blurred image: the roles of the corrections
are reversed when a near object is observed. The pri-
mary effect of any superimposed blurred image is to
reduce the overall retinal image contrast. Normally, to
maintain reasonable image contrast at both distance
and near it is desirable to have roughly equal amounts
of light in the images formed by the distance and near
corrections. This is because if, for example, the distance
image contained more light flux, although the contrast
* Corresponding author. Tel.: 44 161 2003862; fax: 44 161
2003862; e-mail: mjcijm@fs1.op.umist.ac.uk.
0042-6989:98:$19.00 © 1998 Elsevier Science Ltd. All rights reserved.
PII: S0042-6989(97)00447-1
W.N. Charman et al. : Vision Research 38 (1998) 2841–28532842
in the image of a distant object would be improved,
that for a near object would be correspondingly de-
graded. Having accepted the constraint of a trade-off
between distance and near vision, the design of the lens
amounts to equalising the light flux in the near and
distance portions.
As in the case of presbyopic contact lens corrections
[10,11], the current designs of simultaneous vision IOLs
can be divided into: concentric bifocals or multifocals,
in which circular or annular regions of the lens contain
powers appropriate for distance or near correction;
varifocals, in which at least one surface is aspheric so
that there is a smooth change in the zonal power of the
lens from its centre to its edge; and diffractive multifo-
cals, in which distance and near corrections are simulta-
neously present across the full area of the pupil. In
principle, the diffractive lens has the advantage that its
basic optical characteristics are unaffected by changes
in pupil diameter, which alter the balance of light flux
between the distant and near images in other designs.
One notable disadvantage of these lenses is the ten-
dency for cell growth to occur on the irregular surfaces.
The IOL examined in this study is the Storz
‘TrueVista’ bifocal. This essentially consists of a con-
ventional (intra capsular) posterior-chamber IOL de-
signed to correct distance vision, to which has been
added an annular zone (inner diameter 1.5 mm, outer
diameter 2.6 mm) with additional power appropriate
for near vision (Fig. 1). As these diameters are in the
ratio 1:3
1
2, the area of the near annulus is twice that of
the central distance zone. It is therefore assumed that,
in order to balance the light fluxes in the distance and
near images, the lens is designed for a natural pupil
which is slightly larger than the outer diameter of the
annulus. If we further assume that the implanted lens
lies close to the natural pupil, viewed from outside the
eye the magnifying effect of the power of the cornea
(about 1.13 times if a typical schematic eye model is
followed) [12] make the apparent inner and outer di-
ameters of the near annulus in the ocular entrance pupil
about 1.70 and 2.95 mm, respectively. The optimal
entrance pupil diameter (when distance and near zones
are of equal area) will then be about 3.40 mm. Strictly,
there is a second optimal value of about 2.4 mm (Fig.
1) but this will only be attained under very bright
conditions. Thus, if the lens is perfectly centred in the
natural pupil, the aperture of the eye is effectively
divided into three zones: a circular central (distance)
zone, a narrow annular outside zone corrected for
distance vision and an intermediate annular zone cor-
rected for near vision.
Fig. 1 shows the ratio of the area of the pupil covered
by the total distance correction to that covered by the
near correction as a function of ocular entrance pupil
diameter. It can be seen that the two areas, and hence
the light fluxes in the corresponding images, are within
a factor of two of each other over the range of pupil
diameters from about 2.1 to 4.1 mm. Thus the annular
design of the near addition gives a lens for which the
split of light flux is reasonably insensitive to changes in
pupil diameter over the normal photopic range. Beyond
these values the distance image becomes steadily
brighter and therefore more dominant, although for the
larger pupils at photopic luminances the Stiles-Craw-
ford effect begins to diminish the effective value of the
ratio [13]. The manufacturers state that the power of
the near addition within the eye is 4.0 D.
Fig. 1. The dimensions of the Storz ‘TrueVista’ bifocal IOL and the
ratio of the area of the distance correction to that of the near
correction, as a function of pupil diameter. The area of the near
annulus is twice that of the central distance zone. Because optimal
performance is obtained when the total of the two distance zones is
equal to the near annulus, the outer distance zone is used as a ‘top
up’ for the distance image. The ideal for the ratio of the total light
flux through distance zone of the lens to that of the near zone is unity
and this in turn is dictated by the natural pupil providing the outer
diameter of the distance annulus. The normal optimal entrance pupil
diameter will be 3.4 mm (dashed line) but as shown by the data the
ratio of near to distance areas remains within two for a wide range of
pupil diameters. This will make the lens relatively resistant to varia-
tions in pupil diameter.
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Fig. 2. The retinal blur patches produced by the bifocal IOL (top) compared with the monofocal IOL (bottom) for a range of focus errors,
according to geometrical optics. The monofocal lens gives a uniform patch whose diameter varies in proportion to the dioptric error of focus. The
near addition gives an annular blur patch and the two distance zones combine to give an annular and a circular patch, the relative sizes of which
will depend on the error of focus. When the error of focus is the same for the distance and near zones (1.5 D), a uniform blur patch will be
obtained.
1.2. Theoretical optical performance of bifocals
1.2.1. The retinal point-spread function
Although the exact effects will depend upon how well
the lens is centred and positioned along the axis of the
eye, considerable insight can be gained into its likely
optical performance by considering the corresponding
retinal point-spread functions (blur patches) according
to the geometrical optics. As is well known [12], with a
single vision correction or spherical ametropia and a
circular pupil, under the approximations of geometrical
optics the retinal image of a point is a circular blur
patch. Its angular diameter, d, is given by:
d180D.DF:p degress
Here D is the pupil diameter (m) and DF is the error in
focus (dioptres). For zero error of focus the blur patch
contracts to a point. When an annular pupillary region
gives rise to the error in focus, a ‘blur annulus’ is
formed on the retina, the inner and outer diameters
being given by inserting the appropriate values of D in
the above equation.
Fig. 2 shows the predicted retinal point spread func-
tions (PSFs) or blur patches as a function of object
distance for the Storz bifocal and for a monofocal
implant: it is assumed that the latter has a power which
gives a sharp retinal image of distant objects and that
the pupil diameter takes the optimal value of 3.40 mm.
Although the nominal power of the addition is 4.00
D, the effective add power is less than this, depending
somewhat upon the exact positioning of the lens within
the individual eye. Using a typical schematic eye model,
we calculate that the effective increase in ocular power
is about 2.50 to 3.00 D: a value of 3.00 D has
been used in drawing Fig. 2.
Whereas the single-vision lens always gives a uniform
circular blur patch whose diameter increases linearly
with the dioptric error of focus, the bifocal gives a more
complex blur distribution. This consists of an annular
blur patch corresponding to the area of the near addi-
tion and a combined annular and circular patch corre-
sponding to the geometry of the distance correction.
However, each of the component patches again has a
scale which increases linearly with its associated error
of focus. Note that for a vergence of 1.50 D (object
distance 0.66 m) a uniform circular blur patch is given
because the error of focus has a magnitude of 1.5 D for
both the distance and near zones.
For good imagery of small details it is important that
as much light as possible be concentrated at the centre
of the point image. Clearly the bifocal gives a bright
central core to both the distance and near blur patches
but at the penalty of always having a weak surrounding
halo of light which will tend to reduce the contrast of
the images of extended objects. In comparison with the
monofocal, then, improvements in vision for near ob-
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jects are likely to have been achieved at the expense of
reduced distance acuity. Changes in pupil diameter
from the assumed value of 3.40 mm, or lens decentra-
tion, will alter the geometry of the blur patches, as will
the effects of diffraction and aberration, but will not
affect the basic nature of these conclusions.
1.2.2. The modulation transfer function
While it is clearly advantageous to have maximum
concentration of light at the centre of the point-spread
function it is not easy to visualise the effects of blur on
the images of extended objects. The modulation trans-
fer function (MTF), which is the Fourier transform of
the line-spread function (itself the line integral of the
point-spread function) describes the way in which the
contrast in the image of a sine-wave grating changes as
a function of the spatial frequency of the grating. For a
full description of the retinal imagery we would nor-
mally also need to know the phase transfer function
(PTF) which describes the shift in spatial position of a
grating image with its spatial frequency, but in cases
where the retinal point-spread function is symmetrical,
as in the present case when the IOL is well centred, the
PTF is always zero. Phase shifts will, however be
present if the IOL is decentred with respect to the pupil,
since the blur patches will then become asymmetric.
In a geometrical approximation, in which the in-fo-
cus image is a point, the corresponding MTF takes the
value unity at all spatial frequencies. For a uniform
retinal blur circle of diameter d the MTF is:
T(R) [2J1(pdR)]:(pdR) (1)
where R is the spatial frequency and J1(pdR) is the
first-order Bessel function of (pdR) [14–17]. T(R) first
falls to zero when (pdR)3.83 and thereafter goes
through a series of diminishing negative and positive
oscillations. Fig. 3a shows this MTF where the x-axis is
in units of (pdR).
With an annular blur patch, having outer and inner
diameters d1 and d2, respectively, the MTF is given by
the area-weighted difference between the MTFs of the
two corresponding circular blur patches, i.e.
T(R)2[d12{J1(pd1R):(pd1R)}d22{J1(pd2R):(pd2R)}]
:(d12d22) (2)
The MTF corresponding to the retinal blur patch
formed by the ‘near’ annulus for which d1:d2 has the
value 3
1
2 is shown in Fig. 3a, where the x units are in
terms of pd1R. It is evident that the annular MTF falls
more quickly than would that associated with a circular
blur patch having a diameter corresponding to that of
the outer diameter of the annulus and that, after pass-
ing through zero, the subsequent oscillations in MTF
are larger in the annular case.
Eqs. (1) and (2) can also be used to determine the
MTFs corresponding to the more complex out-of-focus
blur patches formed by the central circular and outer
annular regions of the distance correction. Fig. 3b
illustrates the MTFs obtained for the central zone
(filled circles) and outer annulus (empty circles) for the
case when the pupil diameter results in equal light
fluxes passing through the distance and near portions of
the lens. Note that the characteristics of the MTF for
the outer annulus as a function of spatial frequency (R)
will vary according to the pupil diameter. The overall
MTF associated with these distance areas of the lens is
obviously the area-weighted mean of the separate
MTFs for these regions: since we are assuming that the
two areas are equal, the resultant is the arithmetic mean
of the two component MTFs (Fig. 3b).
It is now possible to use these generalised MTFs to
predict the MTFs which correspond to the retinal blur
patches shown in Fig. 2. All that is necessary is to scale
the spatial frequency axes as appropriate to the dimen-
sions of the retinal blur patches. As we have assumed
that equal light flux passes through the distance and
near areas of the IOL, the overall mean MTF is always
the arithmetic mean of the MTFs due to the individual
portions of the lens. Fig. 4 illustrates the component
MTFs and the overall MTFs corresponding to the PSF
obtained for distance as seen in figure Fig. 2.
It can be seen that, within the limits of the geometri-
cal approximation and the other assumptions made, the
main predicted effect with this design of IOL bifocal is
that the out-of-focus image associated with the simulta-
neous vision design degrades the MTF to roughly 50%
(see dotted line) of the value achieved by a monofocal
correction at distance. The effect varies with spatial
frequency. From zero to 2.0 c:deg there is a gradual
increase in contrast degradation. From 50% at 2.0 c:deg
this continues, reaching almost 70% at about 3.0 c:deg.
The degradation effect is then reduced as spatial fre-
quency increases returning to 50% at 4.3 c:deg. Al-
though the variations either side of 50% continue above
this spatial frequency the overall effect is less dramatic.
This means that the observer can be expected to have a
reduced contrast sensitivity of about 50% at spatial
frequencies above 4.3 c:deg. Below this level the effect
of the superimposition of the near and distance por-
tions of the lens will be less than this.
If allowance is made for the effects of diffraction, the
main change is in the in-focus MTFs [18–20]. The
geometrical approximation is valid for out-of-focus im-
ages [14,17]. Thus the prediction that the simultaneous
vision design involves a loss in modulation transfer
holds true. Note that any contraction of the ocular
pupil below that assumed (3.40 mm) will initially reduce
the relative area of the pupil occupied by the distance
correction (Fig. 1) and hence improve the near MTF at
the expense of the distance MTF. Similarly an increase
W.N. Charman et al. : Vision Research 38 (1998) 2841–2853 2845
Fig. 3. (a) The modulation transfer functions corresponding to retinal point-spread functions which are a uniform circular blur patch and a
uniform annular patch, according to geometrical optics. The abscissa scale of relative spatial frequency is in units of pdR, where d is the diameter
of either the circular blur patch or the outer diameter of the blur annulus and R is the spatial frequency. The MTF for the circular patch (filled
circles) will undergo a series of oscillations after first reaching zero when pdR3.83. The MTF of an annular patch (crosses) falls more quickly
and shows larger oscillations. When the image is of a point object and is in focus it is also a point and the MTF is unity, irrespective of the shape
of the lens aperture. (b) Overall MTF corresponding to the out-of-focus retinal PSF produced by the distance portion of the lens. The MTF for
the outer annulus of the retinal PSF (open circles) is combined with that for the inner circle (filled circles). As the two regions are assumed to be
equal in area (and therefore give images of equal luminance), the resultant MTF (crosses) can be calculated as the arithmetic mean of the two
component MTFs. The abscissa is again in units of pdR, where d is now the outer diameter of the outer annulus.
in pupil diameter will increase the fraction of the pupil
occupied by the distance correction and hence bias the
optical performance in favour of distance vision.
Fig. 5 shows the full set of geometrical MTFs corre-
sponding to the monofocal and bifocal PSFs of Fig. 2.
The data reveal the superiority of the bifocal lens over
the monofocal lens, especially at the extremes of 0 and
3.00 D. Whereas the monofocal MTF performance
declines steadily with decreasing object distance (i.e.
increasingly negative object vergence), modulation
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Fig. 4. Actual distance MTFs derived from the generalised MTFs of Fig. 3, according to the dimensions of the blur circles in Fig. 2. The abscissa
has now been re-scaled to correspond to the characteristics of the Storz lens. This figure illustrates how an image of an object at infinity will be
degraded by the superimposition of the out-of-focus image formed by the near annulus. The MTF for the sharply-focused distance zone is unity
(open circles). The MTF of the near annulus (crosses) is a similar shape to the (generalised) near annulus in Fig. 3a. The resultant MTF is the
arithmetic mean. It shows that the contrast in the image reduces with spatial frequency until about 3.0 c:deg when it reaches a minimum. There
is a subsequent improvement in contrast with the oscillations levelling off at T(R)0.5 (Eq. (1)), that is, a contrast reduction of 50%.
transfer with the bifocal is similar at infinity (0 D) and
0.33 m (3 D), although there is a minor drop at
intermediate distances. Note that the MTFs at distance
and near differ in detail, although both tend to a value
of about 0.5 as the spatial frequency increases above
about 3 c:deg.
As noted above, these geometrical calculations ig-
nore the effects of diffraction and aberration. Diffrac-
tion chiefly has the effect of progressively degrading
modulation transfer at higher spatial frequencies. This
is illustrated by the dashed curve in Fig. 5a which
shows the monochromatic diffraction-limited MTF
for the in-focus monofocal lens. Whereas the geo-
metrical MTF for the in-focus case takes the constant
value of unity, the physical optical MTF declines
steadily to zero at a cut-off frequency of 107 c:deg for
the assumed wavelength of 555 nm. Longitudinal chro-
matic aberration is probably the most important of the
combined lens:eye aberrations. This and the other aber-
rations will probably tend to somewhat reduce the
focus-dependent changes shown in Fig. 5. However the
conclusion that the major effect of the bifocal is to
reduce modulation transfer at distance and near, by
about 50% in comparison with that achievable with an
optimal single-vision distance or near correction, will
stand.
1.3. Comparati6e 6isual performance with bifocal IOLs
In the present study we have compared the contrast
sensitivity obtained when either monofocal or bifocal
implants are used. In some cases patients have been
fitted with one type of lens in one eye and the other lens
in the fellow eye and this has allowed a direct compari-
son of the two lenses. Overall, the bifocal lens has
performed according to its theoretical expectations.
Apart from providing a valuable insight in to this
particular lens, the techniques described will enable
future lens designs to be critically evaluated.
2. Methods
2.1. Contrast sensiti6ity
The rationale for measuring contrast sensitivity was
that a reduction in modulation transfer would, by
decreasing the contrast of the retinal image of any
grating, bring about a corresponding reduction in con-
trast sensitivity [21].
Contrast sensitivity was measured with a standard
oscilloscope-based technique using a D61 Tektronix
oscilloscope. Patients used the method of adjustment to
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Fig. 5. Geometric optical MTFs corresponding to the retinal point-spread functions of Fig. 2. (a) Monofocal case; (b) bifocal case. Each curve
is labelled with the corresponding object vergence in dioptres. The dotted curve is calculated according to physical optics.
determine thresholds for a range of spatial frequen-
cies. At 57 cm the screen subtended 810°. The
space-averaged luminance of the green P31 phosphor
was 30 c:deg:m2.. Subjects were positioned at either
57, 114 or 228 cm so that a wide range of spatial
frequencies (0.5–15 c:deg) could be tested while still
maintaining an adequate number of grating cycles
across the screen. For all measurements, an appropri-
ate spectacle correction was used for each distance,
to ensure that the screen was always in focus
when viewed through the distance correction of the
IOL. Gratings were reversed in contrast at 1 Hz so as
to adequately test sensitivity to low spatial frequen-
cies. Data for both eyes were recorded in a single
session, each data point being the mean of two set-
tings.
The near portion of the lens was assessed by mea-
surements under identical conditions except for addi-
tional minus lenses (1.00 to 4.00 D) in front of
the patient’s eye. Distance measurements were made
on all patients but some were unable to complete a
full range of spatial frequencies.
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Fig. 6. Averaged contrast sensitivity (in dBs) for the monofocal eye (open circles) and the bifocal eye (closed circles) of patients fitted with a bifocal
IOL in one eye and a monofocal eye in the fellow eye. The number of patients for each spatial frequency is indicated above the data points. The
spatial frequencies without a number are those in which data from all twenty patients could be collected. Below are the means of the differences
between monofocal and bifocal eye for each spatial frequency: stars represent differences which are significant at the 5% level. Note that, as
predicted from the theoretical MTFs, the contrast degradation approaches 6dB (50%) for spatial frequencies above approximately 2 c:deg.
2.2. Other parameters measured
In addition to the oscilloscope measurements, the
simpler Vistech 8000 chart was also used to assess
contrast sensitivity [22]. Other measurements, not dis-
cussed in this paper, included high and low contrast
acuities, glare sensitivity, and spectral sensitivity.
2.3. Patients
The 43 patients reported here (average age 78 years)
underwent extracapsular cataract extraction. There
were no complications such as capsular rupture or
vitreous presentation in the anterior chamber which
might have caused lens instability. Capsular fixation of
the IOL was achieved in all cases. Subjects received a
bifocal IOL in one eye and a conventional monofocal
implant in the other. Ethical committee approval of
the study was obtained. The criteria for inclusion in
the direct comparison of bifocal and monofocal IOLs,
were that the difference in high-contrast Snellen acuity
between the two eyes should not exceed one line (the
individual acuity being 6:9 or better), that no ocular
pathology should be present in either eye, that pupil-
lary shape and size be normal and equal in both eyes
and that lens alignment (i.e. centration to the natural
pupil) be within 0.5 mm. in both eyes. Thus perfor-
mance between the two lens types could be directly
compared for the same patient. In the cases described
where the bifocal IOL was tilted or not aligned with
the optic axis, no other ocular abnormality was
present to explain the reduced visual ability. Data are
presented for three individuals from this group, sepa-
rate to the main study group, to illustrate the effect
decentration had on visual performance. In the group
of patients compared with normals (N39) some
IOLs showed more misalignment than 0.5 mm. but
less than the 1.5 mm evident in the three cases in Fig.
7 Estimates of lens centration were made by transillu-
minating the eye and measuring the relative horizon-
tal, vertical and oblique displacement of the lens optic
with respect to the pupil and limbus using a slit lamp
graticule. Tilt was assessed subjectively under the same
viewing conditions.
2.4. Timing of examinations
Patients were clinically reviewed at weeks 1 and 3
after implantation of the bifocal and subsequently at
2, 5, 9 and 12 months. Contrast sensitivity measure-
ments were first made when the refraction appeared to
be stable and then at the final examination.
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Fig. 7. Comparison of the mean of 39 bifocal eyes with age-matched, phakic normals from Owsley et al. [23]. The normals’ data have a sharp
low frequency cut because the gratings were static whereas the bifocal data are collected when the gratings are reversing in phase at 1 Hz. Contrast
reversal at this temporal rate has been shown to increase sensitivity to gratings of low spatial frequency (B4 c:deg) but not to affect the detection
of higher spatial frequencies [30].
3. Results
Fig. 6 shows the mean monocular distance contrast
sensitivity for eyes with bifocal IOLs compared with
monofocal fellow eyes. Note that visual acuities of the
two eyes were within one line of each other and all eyes
attained 6:9 or better. It is apparent that at the lowest
spatial frequencies of 0.5 c:deg there is no difference
between the two eyes. At the slightly higher spatial
frequencies of 1.0 and 1.5 c:deg, sensitivity is reduced in
bifocal eyes. Above 1.5 c:deg the bifocal group demon-
strates systematically poorer performance, with contrast
sensitivity being reduced to approximately 50% (6 dB)
of that with the monofocal eye. This corresponds to a
contrast degradation of 50% as predicted from the
MTF in Fig. 4. The data also show that this elevation
in threshold is constant across the higher spatial fre-
quencies. Apart from the slight oscillations, this is also
predicted from the MTF. Between 0 and 3 c:deg the
MTF (Fig. 4) shows a gradual degradation of contrast
for the bifocal lens. The effect of this is evident in the
lower part of Fig. 6. The small scale on the right hand
side is the difference ratio for the bifocal and monofo-
cal eyes and the data are the means and standard errors
of the differences between the monofocal and the bifo-
cal eyes. Note that an exact 50% reduction would not
be expected in practice, due to such factors as variation
in the individual pupil diameters from the assumed
theoretical value of 3.4 mm and slight lens decentra-
tions. The clinical implications of the contrast degrada-
tion are considered in the discussion.
In Fig. 7 distance contrast sensitivity data are illus-
trated for all the bifocal eyes which had visual acuity of
6:12 or better, normal pupil shape:size and no ocular
pathology. The 20 eyes from Fig. 6 are included in this
group. Whilst Fig. 6 shows the relative performance of
the monofocal versus bifocal IOL-fitted eyes, the data
in Fig. 7 give an indication of the performance of the
bifocal IOLs compared with approximately age-
matched, phakic normals, in good ocular health. The
normals’ data are derived from Owsley et al. [23] and
are comparable with those from other studies of con-
trast sensitivity in the ageing eye [24–29]. Although the
standard errors are quite large, it is evident that there is
only a modest loss in sensitivity as a result of using the
bifocal IOLs. One difference that is noticeable between
the two sets of data in Fig. 6 is the effect of the 1 Hz
contrast reversal. At low spatial frequencies the attenu-
ation of sensitivity is much less apparent in the bifocal
data–Owsley et al used a slightly smaller field size and
static gratings. It is well known that at higher spatial
frequencies the 1 Hz contrast reversal does not affect
sensitivity [30].
3.1. Effect of neutralising near component of bifocal
IOL
Fig. 8 shows an example of the effect of selective use
of the different portions of the focal range of the
bifocal IOL. The concentric near addition of the bifocal
IOL will be neutralised when a target at infinity is
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viewed through negative lenses. Under these conditions
the observer will use the near portion of the lens.
Contrast sensitivity was measured using a range of
negative lenses. In Fig. 8, the data are shown for
4.00 D lenses; broadly similar data were obtained for
3.00 and 2.00 D, When only the distance portion
is used (open circles), contrast sensitivity levels are close
to the means seen in Figs. 5 and 6. A slight reduction
across all spatial frequencies was found with the read-
ing portion (closed circles) but the CSF remained at
satisfactory levels. When the same test was performed
with the monofocal IOL, under the equivalent condi-
tions (i.e. addition of negative lenses, effectively near
viewing), there was a substantial fall in contrast sensi-
tivity compared with the bifocal IOF.
This approach, of using a negative lens to test the
optical quality of the near addition in the bifocal IOL,
was a particularly effective technique for assessing the
alignment of the IOL. This particular design of lens
relies on creating a balance between distance and read-
ing portions by equalising the light flux through the
different regions of the lens. Any off-axis decentration
might be expected to lead to significant changes in
contrast sensitivity. With small amounts of decentration
(estimated with the aid of a graticule attachment to a
binocular microscope) distance vision may remain satis-
factory but reading vision, especially without an optical
correction, is often impaired, since parts of the near
annulus may be obscured by the iris. In extreme cases
of misalignment both reading and distance vision are
disturbed, since the retinal PSF becomes markedly
asymmetric.
The visual consequences of misalignment are appar-
ent when contrast sensitivity is compared for the near
and distance portions in different individuals using the
same technique as shown in Fig. 8. Examples are
Fig. 9. Comparison of near and distance zones using the technique of
viewing a distant stimulus through a 4.00 D lens in three cases for
which the bifocal misalignement was approximately 1.5 mm. Top:
contrast sensitivity reduced more at high than low spatial frequencies.
Middle: decentration affecting contrast sensitivity equally across all
spatial frequencies. Bottom: decentration leading to a loss of contrast
sensitivity specifically at low spatial frequencies.
illustrated in Fig. 9 for three cases where the decentra-
tion of the lens is about 1.5 mm. For JAW (top of Fig.
9) the contrast sensitivity is less impaired at low than at
high spatial frequencies. For patient JW (middle of Fig.
9) there is substantial but similar loss of sensitivity
across all spatial frequencies, whilst for IS (bottom of
Fig. 9), the low spatial frequencies seem more affected
than the higher spatial frequencies. Although the extent
of the misalignment seems to be the same, the effects on
the contrast sensitivity are quite different. This is not
surprising, since the exact effects on CSF will depend
partly on the entrance pupil diameter and geometry for
the individual and partly on the orientation of the
direction of the decentration of the lens with respect to
that of the gratings.
3.2. Patient preferences
The performance of the lens was also assessed by
questionnaire. A total of 27 patients responded and a
summary of the findings is given in Table 1. The
majority of those responding (48%) preferred the bifo-
cal eye because of the convenience of not needing an
optical correction for reading. It is interesting that only
26% preferred the monofocal eye and in some cases
Fig. 8. Averaged contrast sensitivity (n10) for the near and dis-
tance zones of the IOLs. The data were collected with the gratings at
effective infinity. To obtain the performance of the near zone the
gratings were viewed through a 4.00 D lens.
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(11%) patients were unable to distinguish between the
monofocal and the bifocal eye.
4. Discussion
The contrast sensitivity results support the theoretical
prediction that although a bifocal IOL gives improve-
ments in uncorrected near vision, it does so at the
expense of reduced retinal image contrast in compari-
son with an eye with a monofocal IOL and an optimal
correction for distance or near. The observed degrada-
tion in distance contrast sensitivity is about 50%, i.e. 6
dBs, at spatial frequencies above about 2 c:deg and
corresponds closely to what would be expected from
the derived modulation transfer functions. This is an
important finding for two reasons. Firstly, it confirms
that for a reasonably large population of patients this
particular design of lens allows optimum performance
which closely approximates to theoretical expectations.
This in turn means that when patients do not reach
expected levels of vision this can be attributed to either
lens misalignment or pathology rather than lens design.
Secondly, our data suggest that the lens design must be
reasonably resistant to minor variations in alignment,
positioning and pupil size as these factors were not
controlled in our sample of patients.
The main finding of the study, that the bifocal IOL is
capable of delivering optical performance which
matches the theory, only applies to the concentric de-
sign. We did not evaluate other lens designs for resis-
tance to alignment effects. One advantage of the lens
used in this study is that the outer distance portion
capitalises on the pupillary miosis which occurs when
viewing near objects. Under normal conditions the ideal
pupil size will be 3.4 mm and the light flux from the
combination of the two distance portions and the single
near portion will be equal. However, when the observer
attempts to focus on a near image, the automatic
reduction in pupil size will effectively reduce the total
light flux from the distance image (because the ‘top up’
outer distance zone will not be used) and the relative
intensity and contrast of the near image will be
increased.
Losses in contrast of the order observed do not have
much effect on the performance of everyday visual
tasks. Reducing the contrast of ophthalmic test types,
for example, has little effect on measured acuity until
contrast drops from 100 to about 30% [31,11]. Many
authors, [32–34] have shown that the smallest de-
tectable increment in suprathreshold contrast is in
roughly constant ratio to the suprathreshold contrast.
Thus, since a change in optical modulation transfer has
equal proportional effects on both the base retinal
contrast and its increment, it does not change their
ratio and hence the detectable contrast increment does
not change. The acceptability of the reduced modula-
tion transfer is borne out by the subjective observations
of the patients (Table 1), who preferred the convenience
of being able to read without spectacles to the slight
improvement in clarity afforded by monocular IOLs. In
fact many individuals were unable to detect any differ-
ence when invited to compare the vision with the
bifocal and monofocal eyes. Provided lens alignment
was sufficiently accurate this also applies to reading and
as others have pointed out, the reading of normal,
high-contrast print, in the presence of slight amounts of
blur, is usually well tolerated by patients [35,21,36].
Can the observed difference in contrast sensitivity
between the bifocal eyes and the normal, phakic eyes
seen in Fig. 6 be due only to the effect of the IOLs? The
possibility that other factors contributed to the differ-
ence cannot be entirely ruled out. The mean pupil size
of the subject sample in the Owsley et al. [23] study was
less than the 3.4 mm recommended for the Storz lens.
Furthermore the Owsley data were collected at 103
c:deg:m2 and the luminance in our experiments was 30
c:deg:m2, Hence some differences between the two pop-
ulations would have been expected regardless of the
fact that bifocal IOLs were used in our investigation. A
factor which worked in the opposite direction to the
luminance differences, however, is that the IOLs almost
certainly provided higher transmittance than the natu-
ral crystalline lenses of Owsley et al.’s subjects. Al-
though our data were obtained at low photopic
luminances it is interesting to note that according to the
DeVries Laws [37], contrast sensitivity varies in the
mesopic range as the square root of luminance. If our
data were corrected for this factor then this would
account for a factor of two times (6dB) with higher
spatial frequencies being more affected than lower.
Precise data on pupil size are not available for all our
patients. We can however be certain that retinal illumi-
nation differences cannot account for the data in Fig. 6
(eyes with monofocal IOLs were compared with the
fellow eyes with bifocal IOLs) because patients with
unequal pupil sizes were excluded from this part of the
study.
Contrast sensitivity measurements comparing eyes
with bifocal and monofocal IOLs were made with a
well-calibrated oscilloscope system (Fig. 6). When the
same observations were made with a Vistech system
[22] there were no apparent differences between the two
Table 1
Results of a survey (27 respondents) of patients indicating subjective
impressions of their intra-ocular lenses
13:27 48%Prefer bifocal eye
26%Prefer monofocal eye 7:27
No difference 3:27 11%
Prefer one for near and other for distance 4:27 15%
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sets of data, presumably because of the large contrast
increments, small grating patch sizes and other limita-
tions. Nevertheless, the observations are of value in
indicating that the contrast sensitivity losses with the
bifocal are sufficiently small as to be difficult to detect
with simple tests.
It is of interest that broadly similar contrast sensitiv-
ity results have been found for diffractive IOLs in
comparison with monofocal implants [21,35,38–41] and
also for multifocal implants [36]. Diffractive IOLs have
the nominal advantage that the split in light between
the distance and near images is robust against changes
in pupil diameter, but have the practical disadvantage
that about 20% of all the image light is diffracted into
unwanted higher-order foci and serves to further de-
grade image contrast and increase susceptibility to glare
[42]. Optical measurements support the concept that all
simultaneous vision IOLs degrade retinal image con-
trast [43–49].
Not surprisingly, the IOL results parallel those found
with similar designs of simultaneous vision contact
lenses. Indeed, from the optical point of view, the only
significant difference between the two types of correc-
tion is likely to be that the contact lens is less stable in
its position with respect to the pupil. In the contact lens
field, most authors agree that although some patients
are happy with bifocal corrections, the majority both
prefer, and perform better with, monovision corrections
in which one eye is corrected for distance vision and the
other for near [50]. Although this means that the retinal
image in one eye is blurred at both distance and near,
suppression can operate under these circumstances [51]
and binocular acuity is always good. Surprisingly it has
been found that stereoscopic vision is only compro-
mised to a minor degree. It may be, then, that similar
monovision corrections [7,8] may be a better route to
good vision over a range of object distances for many
binocular IOL patients, particularly since isometropia
can easily be restored by appropriate spectacles for
specific, more critical distance or near tasks, such as
driving. Bifocal IOLs are also contra-indicated when
the patient has marked astigmatism, since a spectacle
over-correction will always be required [41]. On the
other hand, in those cases where the patient is effec-
tively forced to rely on a monocular implant the advan-
tages of increased depth-of-focus conferred by a bifocal
implant may well outweigh the permanent slight loss in
image contrast that such lenses involve.
In conclusion we have shown that, under optimal
conditions, the Storz ‘TrueVista’ concentric bifocal IOL
performs to the level predicted by simple optical modu-
lation transfer functions based on geometrical optics.
The contrast of the retinal image is degraded by about
50% but this affords only minor inconvenience to the
patient. The outer distance zone makes the lens resis-
tant to variations in pupil size and, because it is oc-
cluded by near miosis, helps enhance the quality of the
near image at the expense of the distance image for
near viewing. The design of the lens seems to allow lens
misalignment up to around 1.00 mm without substan-
tially reducing reading and distance vision.
Acknowledgements
We would like to acknowledge the effort of all the
patients who took part in the project. We also thank
Ann Cookson for her assistance in preparing the final
manuscript. A small part of the study was supported by
Storz Ophthalmics Inc.
References
[1] Percival SPB, Yousef KM. Treatment of unilateral aphakia. Br J
Ophthalmol 1976;60:642–4.
[2] Nakazawa M, Ohksuki K. Apparent accommodation in pseu-
dophakic eyes after implantation of posterior chamber intraocu-
lar lenses. Am J Ophthalmol 1983;96:435–8.
[3] Tucker J, Rabie EP. Depth-of-focus of the pseudophakic eye. Br
J Physiol Opt 1980;34:12–21.
[4] Nakazawa M, Ohtsuki K. Apparent accommodation in pseu-
dophakic eyes after implantation of posterior chamber intraocu-
lar lenses: optical analysis. Invest Ophthalmol 1984;25:1458–60.
[5] Huber C. Myopic astigmatism: a substitute for accommodation
in pseudophakia. Doc Ophthalmol 1981;52:123–78.
[6] Datiles MB, Gancayco T. Low myopia with low astigmatic
correction gives cataract surgery patients good depth-of-focus.
Ophthalmology 1990;97:922–66.
[7] Boerner CF, Thrasher BH. Results of monovision correction in
bilateral pseudophakes. J Am Intraocul Implant Soc
1984;10:49–50.
[8] Eisenmann D, Ruckmann A, Jacobi KW. Optical performance
of asymmetrical refractive multifocal IOLs. Ophthalmic and
Visual Optics, Monterey, February 19–23, 1993. In: Technical
Digest Series, vol. 3. Washington: Optical Society of America,
1993:30–3.
[9] Pearce JL. Mutlifocal intraocular lenses. Curr Opin Ophthalmol
1997;8:2–5.
[10] Klein S, Ho Z. Multizone bifocal contact lens design. Soc
Photo-Optical Instr Eng 1986;679:23–35.
[11] Charman WN, Saunders B. Theoretical and practical factors
influencing the optical performance of contact lenses for the
presbyope. J Br Contact Lens Ass 1990;13:67–75.
[12] Bennett AG, Rabbetts RB. Clinical Visual Optics. London:
Butterworths, 1984.
[13] Stiles WS, Crawford BH. The luminous efficiency of rays enter-
ing the eye pupil at different points. Proc R Soc Lond
1933;B112:428–50.
[14] Hopkins HH. Geometrical optical treatment of frequency re-
sponse. Proc Phys Soc B 1957;70:1162–72.
[15] Fry GA. The optical performance of the human eye. In: Wolf E,
editor. Progress in Optics, vol. 8. Amsterdam: North Holland,
1970:53–131.
[16] Charman WN, Jennings JAM. The optical quality of the
monochromatic retinal image as a function of focus. Br J Physiol
Opt 1976;31:119–34.
[17] Smith G. Ocular defocus, spurious resolution and contrast rever-
sal. Ophthal Physiol Opt 1982;2:5–23.
W.N. Charman et al. : Vision Research 38 (1998) 2841–2853 2853
[18] O’Neill EL. Transfer function for an annular aperture. J Opt Soc
Am 1956;46:285–8.
[19] Linfoot EH. Image quality and optical resolution. Opt Acta
1957;4:12–6.
[20] Barakat R, Houston A. Transfer function of an annular aperture
in the presence of spherical aberration. J Opt Soc A
1965;55:538–41.
[21] Akutsu H, Legge GE, Showalter M, Lindstrom RL, Zabel RW,
Kirby VM. Contrast sensitivity and reading through multifocal
intraocular lenses. Arch Ophthalmol 1992;110:1076–80.
[22] Ginsburg. A new contrast sensitivity vision test chart. Am J
Optom Physiol Opt 1978;61:403–7.
[23] Owsley C, Sekuler R, Shemsen D. Contrast sensitivity through-
out adulthood. Vis Res 1983;23:689–99.
[24] Derefeldt FD, Lennerstrand G, Lundh B. Age variations in
normal human contrast sensitivity. Acta Ophthalmol
1979;57:679–90.
[25] Morrison JD, McGrath C. Assessment of the optical contribu-
tions to age-related deterioration in vision. Q J Exp Psychol
1985;70:249–69.
[26] Tulaney-Keesey U, Ver Hoeve JN, Terkla-McGrane C.
Threshold and suprathreshold spatiotemporal response through-
out adulthood. J Opt Soc Am 1988;A5:2191–200.
[27] Higgins KE, Jaffe MJ, Caruso RC, de Monasterio FM. Spatial
contrast sensitivity: effects of age, test-retest, and psychophysical
method. J Opt Soc Am 1988;A5:2173–80.
[28] Sloane ME, Owsley C, Jackson CA. Aging and luminance-adap-
tation effects on spatial contrast sensitivity. J Opt Soc Am
1988;A5:2181–90.
[29] Sloane ME, Owsley C, Alvarez SL. Aging, senile miosis and
spatial contrast sensitivity at low luminance. Vis Res
1988;28:1235–46.
[30] Kulikowski JJ. Some stimulus parameters affecting spatial and
temporal resolution in human vision. Vis Res 1971;11:83–93.
[31] Regan D, Neima D. Low-contrast letter charts as a test of visual
function. Ophthalmology 1983;90:1193–200.
[32] Georgeson M, Sullivan GD. Contrast constancy: deblurring in
human vision by spatial frequency channels. J Physiol (Lond)
1975;252:627–56.
[33] Kulikowski JJ. Effective contrast constancy and linearity of
contrast sensation. Vis Res 1976;16:1419–31.
[34] Walsh G, Charman WN. The subjective sensitivity to small
changes in the contrast of a suprathreshold grating. Vis Res
1990;30:163–73.
[35] Post CT. Comparison of depth-of-focus and low-contrast
acuities for monofocal versus multifocal intraocular lens patients
at 1 year. Ophthalmology 1992;99:1658–64.
[36] Steinert RF, Post CT, Brint SF, et al. A prospective, random-
ized, double-masked comparison of a zonal-progressive multifo-
cal intraocular lens and a monofocal intraocular lens.
Ophthalmology 1992;99:853–61.
[37] Van Nes FL, Koenderink JJ, Nas H, Bouman MA. Spatiotem-
poral modulation transfer in the human eye. J Opt Soc Am
1968;57:1082–8.
[38] Olsen T, Corydon L. Contrast sensitivity as function of focus in
patients with the diffractive intraocular lens. J Cataract Refract
Surg 1990;16:703–6.
[39] Lehmann RP. Paired comparison of contrast sensitivity in dif-
fractive multifocal IOLs. Aust New Zealand J Ophthalmol
1990;18:325–8.
[40] Jay JL, Chakrabarti HS, Morrison JD. Quality of vision through
diffractive bifocal intraocular lenses. Br J Ophthalmol
1991;75:359–66.
[41] Gimbel HV, Sanders DR, Ranaan MG. Visual and refractive
results of multifocal intraocular lenses. Ophthalmology
1991;98:881–8.
[42] Akutsu H, Legge GE, Luebker A, Lindstrom RL, Zabel RW,
Kirby VM. Multifocal intraocular lenses and glare. Optom Vis
Sci 1993;70:487–95.
[43] Zisser HC, Guyton DL. Photographic simulation of image qual-
ity through bifocal intraocular lenses (letter). Am J Ophthalmol
1989;108:324–6.
[44] Holladay JT, van Dijk H, Lang A, Portney V, Willis TR, Sun R,
Oksman HC. Optical performance of multifocal intraocular
lenses. J Cataract Refract Surg 1990;16:413–22.
[45] Atebara NH, Miller D. An optical model to describe image
contrast with bifocal intraocular lenses. Am J Ophthalmol
1990;110:172–7.
[46] Simpson MJ. Diffractive multifocal intraocular lens image qual-
ity. Appl Opt 1992;31:3621–6.
[47] Artal P, Marcos S, Navarro R, Miranda I, Ferro M. Through
focus image quality of eyes implanted with monofocal and
multifocal intraocular lenses. Optic Eng 1995;34:772–9.
[48] Dahner C, Larsson M, Nystro¨m A, Ha˚rd S. Letter imaging by
diffractive, bifocal intraocular lenses: a computer study. Appl
Opt 1994;33:1135–40.
[49] Navarro R, Ferro M, Artal P, Miranda I. Modulation transfer
functions of eyes implanted with intraocular lenses. Appl Opt
1993;32:6359–67.
[50] Erickson P, Schor C. Visual function with presbyopic contact
lens correction. Optom Vis Sci 1990;67:22–8.
[51] Schor C, Landsman L, Erickson P. Ocular dominance and the
interocular suppression of blur in monovision. Am J Optom
Physiol Opt 1987;64:723–30.
.
